INFLUENZA A&B TEST PROCEDURE CARD

For professional and laboratory use only. For in vitro diagnostic use only. For use with MFR # 181-36025.

TEST CASSETTE

Extraction Well Result Window Swab Stand

SWAB SAMPLE PROCEDURE

1. Tear the tab off the Extraction Reagent Capsule and dispense entire contents into the Extraction Well.

2. Insert the specimen swab in the Swab Stand.
   - Spin swab 3 times to mix the specimen.
   - Let stand 1 minute.
   - Spin swab 3 times again.

3. Discard the swab. Raise the cassette upright and let stand 1-2 seconds.

4. Gently tap cassette to ensure the liquid flows into the hole. Then, lay the cassette back down. Start timing.

5. Read test results at 10–15 minutes. Confirm negative results at 15 minutes.

INTERPRETATION OF RESULTS

Any visible A and/or B Line(s) with C Line is positive.
A line: Influenza type A
B line: Influenza type B
A & B lines: Influenza type A & B

C Line only Negative (-)
No C Line Invalid

General Questions? Call 1-800-777-4908
Technical Support? Call 1-800-526-2125

Distributed by McKesson Medical-Surgical Inc.
Richmond, VA 23233
PVN A0717  P-52621
Made in USA