
STERILIZATION RECOMMENDATIONS FOR AliMed® Autoclavable Soft Touch™ Finger Traps 

 

1) STEAM STERILIZATION GENERAL INSTRUCTIONS  

A) Place cleaned instruments in an instrument tray 

B) If instruments are to be wrapped; two double thicknesses of #140 thread count wrappers should be utilized. Exposure 

times are the same for wrapped or unwrapped instruments. 

C) Follow the instructions for pre-vacuum steam sterilization or the gravity air displacement steam sterilization listed 

below. 

2) PRE-VACUUM STEAM STERILIZATION  

If you r pre-vacuum steam Sterilizer has a prefixed cycle, use the hard goods cycle. If it does not have a pre-fixed cycle: 

A) Set temperature at 270-272F(132-133)  

B) Set Exposure time for four minutes 

C) Set drying time for eight minutes minimum 

3) GRAVITY AIR DISPLACEMENT STEAM STERILIZATION 

A) Set temperature and corresponding exposure time: 

Exposure time at 270-272F (132-133) 35 minutes 

Exposure time at 250-254 F (121-123) 60 minutes 

B) Set Drying time for eight minutes minimum  

 

Per our Engineering Department: “We do not have a document that specifically states the amount of cycles the finger 

traps can be sterilized, however they said that the traps are reusable and it is recommended that they be replaced after 

6 cycles." 

 


